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Step 1  Setup: Enter Machine Dimensions

Take dimensions

Enter dimensions
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COMPLIES WITH 21 CFR 1040.10
AND 1040.11
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Take 1st measurement when green Rotate shaft
Alignment values

Take 2nd measurement when green Rotate shaft and take 3rd measurement when green 

Adjust prism OR

Final CheckStep 3  Diagnose: Make Foot Correction

Optional Check: Soft Foot

Step 2  Measure: Take 3 Readings

Adjustment needed
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Alignment condition

GreenExcellent Tolerance

YellowAcceptable Tolerance

OrangeOut-of-Tolerance

RedGrossly Misaligned
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